[The development and clinical applications of automatic negative pressure gun for biopsy].
Using the new negative pressure biopsy technology, the automatic negative pressure gun and the specific puncture needle for the biopsy have been developed. Renal biopsies were conducted in 1136 cases, with the success rate being 99.9%, and 29 cases gross hematuria while the hepatic biopsies were conducted in 16 cases, mass biopsies in 3 cases with the success rates being 100% respectively. The biopsy gun has the advantages of easy manipulation, higher success rate and lower incidence of complications.